LN

OFFICE OF ATTORNEY GENERAL

CRIME LABORATORY DIVISICN

Toxicology Section/Breath Alcohol Program

Instrument Certification and Maintenance Unit BrF-005-8

Intoxilyzer 8000 Initial Inspection

Serial Number 80- pp 3059
/ A. Power On v+ 5 min. countdown L 1 min.
/ B. Security Checks. v Level 1 \/ Level 2 ‘/ Level 3
/ C. Gas Cylinder Setup
1/ D. Printer. Level 1 Func P “ Paper Feed ‘/ Internal |/ External

1/ E. Display is working.

\/ F. Configure Start Test Switch. Lévei JFUncSSubT
(/ G. Setup Preliminary Data. Level 2 Func E

\/ H. Configure General Setup. Level 3 Func S Sub G.

l/ [. Configure Port. Level 3 Func S Sub N

li J.Check Camera. ABA Mode \/ Oper ID / ND Lic. |/ Hot Key "R"

K. Diagnostic Test. Level 2 Func D

‘/ L. Check Ser Num / Version Level 2 Func V ]L{D
§0.- 00 3 657 Serial No |4 |2 Version 1362 Display "] CPLD

\/M. Detector Voltages. Level 3FuncDSub D
3145 s | c 7.0

9 12111 s— | B ( o RFlInd,

[/ N. Hot Keys : F5 Tone
F& Green LED
\/ . F7 Red LED

A9 Fan
,;7 F10 Pump
.Z F11 Sol Output

i/ C. RFI Dectector
-
/ P. Atmospheric Monitar, Level 3 Func D Sub A. P 515 7 CF [.09

08/09 So-003057

) L) 7
D:\Form BrF-005-8 intoxilyzer 8000 Initial Inspection 08-09 7.1t YA



OFFICE OF ATTORNEY GENERAL

CRIME LABORATORY DIVISION

Toxicology Section/Breath Alcohol Program
Instrument Certification and Maintenance Unit

\/ Q. Flow Monitor. Level 3 Func D Sub F. R [(f Fo.000 Lis
/ R. Temperature Monitor. Level 3 Func b Sub T
— cy1.0 A 8.0 |

\// S. Gas Tank Monitor, Level 3 Func D Sub G

4 2psilntox 71 2.0 psiReg
i T. Configure Wet Bath Sim. Level 1 Func S

/" U. Zero Alcohol Test Level 1 Func C DR 34 sim SN Lot
000 _AC 0_000 AC

\/ V. Low AC Test. Level 1 Func C pRSIHY simsN _ —— Lot
Q.OIE AC Q.otg AC

\/ W. Linearity Test. Level 1 Func C DRSIST sSimsN  — Lot

- . JE]AC 0. 25 GAC

AcetoneDR 354S” Sim SN —_ Lot
Display :7 Printout

\/ X. Interferent Test.

Level 1 Func B

Methanol&igg'zz Sim SN Lot
.~ Display w— Printout
IPA prs(q] SimSN Lot

v Display v~ Printout
1/ Y. Ambient Test o~ Display [~ Printout

v Display 1/ Printout
/ Printout

\/ Z.Invalid Sample Test
‘/ AA RF| Detector Test. CMS Mode Display
/ BB. Configure Dry Gas Standard. Level 1 Func S

[/ CC. Stability Test at 0.080AC. Level 3Func T Sub S

BrF-005-8

O.00D Rep Value
0-000AC
001 Rep Value
O Q!é AC

O . 250 Rep Value

6.54( AC

0.05%, Cone

SO
O——S—%fgConc

f.{f 0%, Conc

6.1 Ave.  0.0p0S StdDev  0.6Y 9Rel Std Dev

/ DD. Maintenance/Repairs ,,Lw;b_@@ enade Tt g
e—— f
Dgt_’mwa,zam < Db Kol
ate ignagyre
4 ot 2009 VIL 72N [/)mww
Date Reviewed by/ /

08/09

D:\Form BrF-005-8 intoxilyzer 8000 Initial Inspection 08-09
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INESKI12er TESt RECOre and (nacklist
NDAG Crine Lab, Div., Bismarck, iO 3501

(M1, Inc. Intoxilyzer  Rlcorl Analyzsr

Karth Dakota Hodel 8280 S 36-003059
Location = TOXL g164,12.00 06/%9
1872772149 =25

sfprrkesx Printer Test $kkikrxks

12 char/line
abcdefghijkl
ABCDEFGHIJKL

16 char per line
abcdefghijklmnop
ARCDEFGHI JKLMNOP

21 chars per line
abcdefghi jkimnopgrsty
ABCDEFGH! JKLMNOPERSTU

24 characters per line
abcdefghijklmnopgrstuumx
ABCDEFGHI JKLMNOPRRSTUUWX

32 characters per line
abcdefghi jklmnoparstuvuxyzl 23456
ARCDEFGHIJKLMNGPORSTUUWXYZ 123456

42 tharacters oer ling
aocdefoni fkirnopars tus xu2127456/BSTAUcd°
ARCOESGH] KL INOPTRS Tl Y71 23458 7R 0ARLEEF

Start Tegt Seduenca:

Mw 3y Pralin Rslt?
splay Third Digit? Y3
lﬂﬂID peinter (Y/RY? 10
Dispiay Untune? No
Diszale O Menfell? No
# of Print Copies? i
Select Std (BA1I? Lat
stangerd Ualue? 1.08?
Standard Solution #7 0BD
Sin Serizl #7 ZR0100
foer Ka? T
Flod Cal, Oate /072008
Siapa 713
Intercapt -622349
1% Caligraticn Date: 16/04/2008
it S
0th Cosfl(#100):  -15608 - 12583
lst Coefiel00: 273400 129560
Znd Coeflxif0): 1046 76l
K30 adilng/1x10KI: 478 Z08

srrkpeskesk Test End FrsseEsess

i
Lk ﬂ’im/fiws

Operator Signature
DER KASHUR

Remarks'

i \.é
f/ﬂ/w o cjea?

Form 106-18000

§0- 00305?

W



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intexilyzer Alcohol Analyzer
North Dzkota Model 8000 SN 80-003059
Location = TOXL B164.12.00 06/09
08/27/2009 11:23

Rk krhkhkhkKhhkhkxk Printer Teost **%xkkFkhhddds

abcdefghijklmnopgrstuvwxyz1234567890-
ABCDEFGEIJKLMNCOPQRSTUVWXYZ ! @#$%"&* () +7

abcdefghijkimnopgrstuvwxyz1234567890-=|
ABCDEFGHIJKLMNOPQRSTUVWXYZ I E#5%7&* () +7

Current Instrument Setup

Data Entry Mode: Enabled

Start Test Sequence: DABACARBA

Display Prelim Rslt? Yes

Display Third Digit? Yes

Inhib Printer (Y/N)? No

Display Volume? No

Disable On Memfull? = No

# of Print Copies? 1

Select Std (D/W/I)? Wet

Standard value? 0.000

Standard Solution #7 000

Sim Serial #7? DRCOQQD

Oper No? 777777

Flow Cal. Date: 04/07/2008

Slope 713

Intercept -592349

IR Calibration Date: 06/04/2008
3um Sum

0th Coef (*100): -15808 -12583

1st Coef (*100): 279401 139580

2nd Coef (*100): 1046 760

H20 adj (mg/1#*10k): 478 208

*kkkkkkkk*k* Printer Test End *xrkrxrrrkkk

Db Kashes:

Operator Signature
DEB KASHUR

Propdleatd

Form 106-I8CC0

Remarks:

So-603057
’ﬂ' 514[7}4‘—7&_



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohel Analyzer
North Daketa Model 8G00 5N B0-00305%9
Location = TOXL 8164.12.00 0&/08
08/27/2009 11:28
Test AC Time
01 Room Air 0.000 11:28
02 *8ubject Test REF* 11:29
03 Room Air 0.000 11:29

*3ubject Test Refused

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Simul Ser No = DROOCC

Std Scl No = 000

Qounty = 08 . . . ... .. .Oper No. = 777777

Qoo Kyalioe.

Operator Signature
DEB KASHUR

Remarks:

C@/(/w% /“ﬂ ”G[%é

Form 106-18000

Fo-003057
flsliffgwh



Intoxilyzer Test Record and Checklist
NDOAG Crime Lak. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-00305¢%
Location = TOXL B164.12.00 06/09
08/27/200% 11:30

f

| DIAGNOSTIC

L
Voltage/Current Test Tass
RAM Test Pass
EEPROM Checksum Test Pass
Real Time Clock Test Pass
DSP Test Pass
Analytical Stability Test Pass
Modem Test Pass
Temp Regulation Test Pass
Oper No. = 777777

Operator Signature
DEB KASHUR

Dissuodtoe i

Form 106-I8000

Remarks:

Go- o0 3057
£ Caf 17 jera



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcochol Analyzer
North Dakota Model 8000 SN 80-003059
Location = TOXL 8164.12.00 06/09
08/27/2009 14:10

WET CAL CHECEK

Test AC Time
01 Room Air 0.000 14:11
02 5td. Secl. 0.000 14:12
03 Reoom Air 0.000 14:13
04 std. Sol. 0.000 14:13
05 Room Air 0.000 14:14
06 std. Sol. 0.000 14:14
7 Room Ailr 0.000 14:15

08 Sim Temp = 34.0°C

Simul Ser No = DR0O00O
5td Seol No = 000
County = 08 Oper No. = 777777

Db Kaghoo

Cperator Signature
DEB KASHUR

Remarks:

2410 rederenct

Form 106-I8000

§d-60305F

e



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-003059
Location = TOXL 8164.12.00 06/09
08/27/2009 14:03

WET CAL CHECK |

Test AC Time
01 Room Air 0.cao 14:03
02 std. Sol. C.018 14:04
03 Room Air 0.000 74:05
04 5td. Sol. 0.018 14:05
05 Room Air 0.000 14:06
06 Std. Sol. 0.018 14:07
07 Room Air 0.000 14:07

08 %im Temp = 34.0°C

Simul Ser No = DROOOO
std Sol No = 000
County = (8 Oper No. = 777777

Nedo Kaahoo

Operator Signature
DEB KASHUR

Remarks:

Lons AT

Form 106-I80C00

85VC%)3C)§7

F. fﬁijazmp



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analvzer
Nerth Dakcta Model 8000 SN 80-003059
Locaticn = TOXL 8164.12.00 06/09
08/27/2009 17:18

WET CAL CHECK

Test AC Time
01 Room Air 0.000 17:18
02 Std. Sol. 0.287 17:19
03 Room Air 0.000 17:20
04 std. Sol. 0.29C 17:27
05 Room Air 0.0040 T7:21
06 std. Sol. 0.291 17:22
07 Room Air 0.000 17:23

08 Sim Temp = 34.0°C

Simul Ser No = DROQOO
3td Sol No = 000
County = 08 Oper No. = 777777

Db Ky ahuen

Operator Signature
DEB KASHUR

Remarks:

Form 106-18000

80*05)305?
F,?%L/?va



Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-003059
Location = TOXL 8164.12.00 06/09
08/27/72009 10:54
Test AC Time
01 Room Air 0.000C 10:55
02 *Subject Test INT* 10:55
03 Room Air 0.000 10:56

*Invalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Simul Ser No = DRQO0O0O

.8td 8Sel Na = 000 .. .

County = 0B mdpéE”Naf';'777iiﬁ'“'“'““'““

Do Kaglue

Operator Signature
DEB KASHUR

Form 106-I8000

Remarks:

§ - 00 3057

&lfcﬁﬁlaaﬂx



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcchol Analvzer
North Dakota Model 8000 SN 80-00232059
Location = TOXL 8164.12.00 06/09
08/27/200% 10:47
Test AC Time
01 Room Air 0.000 10:48
02 *Subject Test INT* 10:48
03 Room Air 0.000 10:49

*Invalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUIL Cit = NA
Dr. Lic. = ND/DIS921456

Simul Ser No = DR000Q

.8td. 8ol No.= 0000 . ... ..

. County - 08 HObéfuﬁé:'=m§jj§§7“'”'mmmw"m'”'

Dob Kol

Operator Signature
DER KASHUR

pabbord _cotirfercet

Form 106-I8000

Remarks:

Go- 03057
fQj/ﬁé/%F%L



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analvyzer
North Dakota Model 8000 SN 80-003059
Location = TOXIL 8B164.12.00 06/09
08/27/2009 10:44
Test AC Time
01 Room Air 0.0C0 10:45
02 *Subject Test INT* 10:45
03 Room Air 0.000 10:46

*Invalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 02/01/1592

Subb Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Simul Ser No = DR0O00O

..8td 8ol No = 000 . .

County = 08 “.Cﬁéf.ﬁdruéuﬁﬁ%j%fum'm

fZlgé j<;k4y¢buvx

Operator Signature
DEB KASHUR

Remarks:

1A me

Form 106-I80C0

So- Hes305F
FPotoefl? g



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohel Analyzer
North Dakota Model 8000 SN 80-003059
Locaticon = TOXL 8164.%12.00 06/09
08/27/2009 15:24
Test aC Time
01 Room Air AMB* 15:25
02 Room Air 0.000 15:26

*Invalid Test
Check Ambient Conditions

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Simul Ser No = DRO0OO

Std Sol No = 000

County =08 . . Oper Na. = 777777

Deh Kaade.

Operator Signature
DEB KASHUR

Remarks:
élﬂﬂﬁ/kl;isz)ﬂ é%ﬂ;«iz Jj&“4’;¥

Form 106-I8000

PO-0030579
ffuﬁ¢/7f7h_



Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcchol Analyzer
North Dakota Model 8000 SN B80-003059
Location = TOXL 8164.12.00 06/09
08/27/2009 16:19
Test AC Time
01 Room Air 0.000 16:20
0Z Invalid Sample X. XXX 16:20
3 Room Air PUR* 16:21

*Purge Fail
**Invalid Test - Mouth Alcohol

Sub Name = DISCOVER, THE SPIRIT
Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUZI Cit = NA
Dr. Lic. = ND/DIS921456

Simul Ser No = DR080O
3td 8ol No. .= 000 .. ... .

County = 08 Oper No. = 777777

Db Kagheo

Cperator Signature
DEB KASHUR

Remarks:

Jpoc il Fesk

Form 106-I8000C

Sa-003657
P /%,Z/7F9¢.\_



Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-303059
Location = TOXL 8164.12.00 0&6/09
08/27/2009 13:50
Test AC Time
C1 Piagnostic oK 13:51
02 Room Air RFI* 13:51
03 Room Air 0.000 13:52

*Tnvalid Test
Inhibited - RFI

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 02/0%1/1992

Sub Sex = Female Welght = 150
Test = DUIL Cit = NA
Dr. Lic. = ND/DISZ921456

Simul Ser No = DROQ0O

8td. Sel No.=.000 ... ...

County - 08 ”dbé; Na:';mfiﬁﬁfaum”m”'

T followed the Approved Method and the
instructions displayved by the Intoxilvzer
in conducting this test.

Deb Kagheo

Operator Signature
DEEB KASHUR

RF 1 et

Form 106-I8000

Remarks:

Co-OO30SF
f'/s—““%/?f:f‘%



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

i

5 el f'f“?“wa

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-003059
Location = TQXL B164.12.00 06/09
08/27/2009 09:29

Test AC Time
07 Room Air 0.000 09:30
02 5td. Gas 0.079 09:30
03 Room Air 0.000 09:31
04 5td. Gas 0.079 09:31
05 Room Air 0.000 09:32
06 Std. Gas 0.079 09:32
07 Room Air 0.000 09:33
08 Std. Gas 0.079 09:33
09 Room Air 0.000 09:34
10 8td. Gas 0.080 09:34
11 Room Air 0.000 09:35
12 8td. Gas 0.079 08:35
13 Room Air 0.000 0¢:3¢6
LA BEd. GaS 0.080... R 1 -c 1 = S
15 Room Air 0.000 09:36
16 S5td. Gas 0.080 09:37
17 Room Air 0.000 09:37
18 8td. Gas 0.079 09:38
19 Room Air 0.c00 09:38
20 std. Gas 0.080 09:39
21 Room Air 0.000 09:39
22 Std. Gas 0.080 09:40
23 Room Air 0.000 09:40
24 8td. Gas 0.080 09:41
25 Room Air 0.000 09:41
26 5td. Gas 0.080 09:42
27 Roam Air 0.000 09:42
28 std. Gas 0.080 09:43
2% Room Air 0.000 09:43
30 8td. Gas 0.080 09:43
31 Room Air ¢.o00 09:44
32 std. Gas 0.079 09:44
33 Room Air 0.000 09:45
34 std. Gas 0.080 09:45
35 Room Air 0.000 09:46
36 Std. Gas 0.080 09:46
37 Room Air 0.000 09:47
38 s8td. Gas 0.079 09:47
3% Room Air 0.000 09:48
40 Std. Gas 0.080 09:48
471 Room AiLr 0.000 0%:49
42 Cal Check Stats:

43 Average 0.0796

44  3td Dev 0.0005

45 Rel 35td Dev 0.64%

Del
SO~ 003057

2 M 7
7 1epl]

b

/s



Operator Signature
DEB KASHUR

Remarks:

| 7Tt Lgf 3%

Form 106-I8000

2xp- ek Ag 8 Mma%@%fi SO ||

Sld,é L&L& M
Deb Koo

Fo- c:osus‘?
7. /;)4 e



